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Eicosanoids and other oxylipins are potent lipid media-
tors produced via the oxygenation of PUFAs. PUFAs can be 
oxygenated enzymatically by cyclooxygenases to form pros-
tanoids, by lipoxygenases to form hydroperoxy fatty acids, 
which react  further  to mono- and poly-hydroxylated fatty 
acids, or by cytochrome P450 monooxygenases giving rise 
to epoxy and hydroxy  fatty acids, or nonenzymatically by 
free radicals during autoxidation (1, 2). A major portion of 
circulating oxylipins  (>90%)  is  found esterified  in  lipids, 
e.g., phospholipids, triacylglycerides, or cholesterol esters 
(3–5).
Oxylipins  include  hundreds  of  structurally  different 

molecules  that  are  involved  in  a  variety  of  physiological 
processes, such as the regulation of blood coagulation (6), 
endothelial permeability (4), blood pressure, and vascular 
tone as well as the control of kidney function (7) and the 
immune system (4, 8). The function of fat tissue is also reg-
ulated by these lipid mediators, and it has been shown that 
oxylipins intervene in the energy homeostasis regulation of 
insulin and its signaling pathways (6, 9). Thus, the oxylipin 
pattern can provide a wealth of information regarding hu-
man health and disease and is a promising technology for 
translation into clinical applications. Several clinical stud-
ies have already demonstrated the utility of oxylipin profil-
ing  in  the  identification of potential  disease biomarkers, 
the characterization of inflammatory and oxidative status, 
or the monitoring of the effects of diet or drugs (1).
Currently,  the  analysis  of  oxylipins  is  mainly  carried 

out by LC coupled with MS using reversed phase columns 
filled  with  sub-2  m  particles,  electrospray  ionization, 
and triple quadrupole detectors. This provides an excel-
lent chromatographic separation of the isomeric analytes 
as well as a fast detection by MS following fragmentation. 
Furthermore, this allows the quantification of low oxylipin 
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concentrations with highest  sensitivity over  a  large dy-
namic  range  (1,  10–13).  Prior  to  MS  analysis,  several 
steps of sample preparation are usually carried out. The 
samples are often pretreated with organic solvents to pre-
cipitate  proteins  (12,  14,  15)  or  extract  lipids  (5,  16). 
Moreover, when analyzing  total oxylipins, quantified as 
the sum of free and bound oxylipins, alkaline hydrolysis 
is performed (5, 17, 18). Then, matrix compounds are 
removed and oxylipins are concentrated via solid phase 
extraction (SPE) (19–21). All steps of the sample prepa-
ration procedure have to be optimized to achieve good 
oxylipin recoveries and remove the matrix efficiently and 
thus minimize  ion  suppression  (1,  21).  The  analysis  of 
oxylipins is usually quantitative, which requires external 
calibration with internal standards (ISs). However, there 
are only a small number of companies that sell oxylipin 
standards, and the quality is not always guaranteed (22). 
Only a few standards are available with verified concen-
trations  (1,  22).  Other  commercially  available  oxylipin 
standards  show varying purities often resulting  in a dif-
ferent actual concentration than the stated nominal con-
centration  (22),  thus  leading  to  inconsistent  results 
across different studies (23).
There  are  currently  no  harmonized  protocols  for  the 

analysis  of  oxylipins,  although  it  is  well  established  that 
each analytical choice (i.e., type of biofluid, type of antico-
agulant, free or esterified oxylipins, type of sample prep-
aration  protocol,  type  of  instrument)  can  have  a  major 
influence on the detection and quantification of oxylipins 
(1). Therefore, after optimization of relevant steps of the 
oxylipin  analysis,  standardized  and harmonized methods 
should be  established  to obtain  reliable  and  comparable 
results. Vesper, Myers, and Miller (24) mainly recommend 
the following for clinical laboratory tests: 1) the establish-
ment of  reference methods  and materials, 2)  calibration 
using the reference system, and 3) verification of the uni-
formity of method results.
Using  a  standardized  and  harmonized  protocol  for 

oxylipin  quantification  is  a mandatory  prerequisite  to 
obtain meaningful and reproducible results, as oxylipin 
concentrations obtained from different laboratories are 
rarely  comparable  due  to  varying  analytical  strategies 
and the lack of certified analytical calibrators and refer-
ence materials  (1,  10,  23).  Therefore,  the  harmoniza-
tion of oxylipin analysis can enhance the use of oxylipin 
profiling in clinics. Another crucial step is to assess the 
technical  variability  and  interlaboratory  comparability 
of each oxylipin quantified. This will allow the identifi-
cation  of  potential  technically  critical  oxylipins  to  ap-
propriately power clinical studies and to guarantee the 
relevance of oxylipin profiling involving different labo-
ratories.  So  far  there  are  only  a  few  studies  that  have 
investigated  the  comparability  of  targeted  metabolo-
mics  across  laboratories  (25–28),  and  only  one  study 
that  included  oxylipins  (26).  In  the  present  study,  we 
used a standardized protocol for the quantitative analy-
sis of total oxylipins (18) due to their higher relevance 
in a context of biomarker discovery (1). Five  indepen-
dent  laboratories were  involved  to assess  the  technical 

(intralaboratory)  variability  and  comparability  of  133 
oxylipins following a standardized and harmonized pro-
tocol for sample preparation and MS analysis and using 
the same biological material [i.e., seven quality control 
(QC) plasmas] and standard calibration series.

MATERIALS AND METHODS

Chemicals
Acetonitrile, methanol (MeOH), iso-propanol (LC-MS grade), 

and acetic acid (Optima LC-MS grade) were purchased from 
Fisher Scientific. Ethyl acetate (HPLC grade) was bought from 
VWR and n-hexane  (HPLC grade) was  purchased  from Carl 
Roth. The ultra-pure water with a conductivity of >18 M·cm 
was  generated  by  the  Barnstead  Genpure  Pro  system  from 
Thermo  Fisher  Scientific.  The  oxylipin  standards  10-HODE, 
12-HODE,  15-HODE,  13-oxo-octadecatrienoic  acid,  9,10,11- 
trihydroxyoctadecenoic  acid  (TriHOME),  9,12,13-TriHOME, 
9,10,13-TriHOME,  9,10,11-trihydroxyoctadecadienoic  acid  (Tri-
HODE), 9,12,13-TriHODE, and 9,10,13-TriHODE were obtained 
from Larodan (Solna, Sweden). Other oxylipin standards and 
deuterated  oxylipin  standards  used  as  ISs  were  purchased 
from Cayman Chemical (local distributor Biomol, Hamburg, 
Germany). Calcium  ionophore A23187  and  all  other  chemi-
cals were bought from Sigma-Aldrich (Schnelldorf, Germany). 
Pooled human plasma was purchased from BioIVT (West Sussex, 
UK).

Biological samples
Different  types  of  QC  plasma  having  contrasted  oxylipin 

profiles  and  biological  significance  were  prepared.  For  QC 
Plasma  1  –  B,  human  EDTA-blood  was  collected  from  4–6 
healthy  male  and  female  individuals  aged  between  25  and  
38  years  and  centrifuged  (10 min,  4°C,  1,200  g).  Separated 
plasma was pooled, aliquoted, and stored at –80°C. To obtain 
n3-rich plasma (QC Plasma 2 – n3) human EDTA-blood was 
collected from an individual following n3-rich dietary supple-
mentation, centrifuged (10 min, 4°C, 1,200 g), aliquoted, and 
stored at –80°C. QC Plasma 3 – S was prepared by spiking of 
blank  plasma  pool  (QC  Plasma  1)  with  oxylipin  standards 
PGF2α,  15(S)-F2t-IsoP,  14(15)-EpETrE,  11,12-DiHETrE,  15-
HETE,  14,15-DiHETE,  15-HEPE,  18-HEPE, RvD5,  17-HDHA, 
12(13)-EpOME,  9,10-DiHOME  at  a  concentration  of  20  nM 
and  LxA4,  20-HETE,  17(18)-EpETE,  19(20)-EpDPE,  16,17- 
DiHDPE and 13-HODE at a concentration of 50 nM in plasma. 
In brief,  the plasma pool was gently mixed while the spiking 
standard  in MeOH (1% v/v of plasma) was added dropwise. 
Prepared QC Plasma 3 was aliquoted and stored at –80°C. For 
QC Plasma 4 – Ca EDTA-blood was collected from one healthy  
individual,  incubated with calcium ionophore A23187 (50 µM)  
for 30 min at 37°C (29), centrifuged (10 min, 4°C, 1,200 g), 
aliquoted, and stored at –80°C. To prepare plasma obtained 
from  obese  individuals,  human  EDTA-blood  was  collected 
from 10 obese (BMI ≥ 30 kg/m²) male and female individuals 
without  hypertriglyceridemia  and  centrifuged  (QC  Plasma  
5 – Ob-H), or human EDTA blood was collected from 7 male 
and female obese individuals with hypertriglyceridemia (total 
cholesterol > 200 mg/dl; LDL > 130 mg/dl; TG > 150 mg/dl) 
(QC Plasma 6 – Ob+H). The blood was then centrifugated and 
separated plasma was pooled, aliquoted, and stored at –80°C. 
A  commercially  obtained  pooled  human  plasma  (BioIVT, 
West Sussex, United Kingdom), aliquoted and stored at –80°C, 
was used as QC Plasma 7 – B2.
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Several aliquots (100–500 l) of each QC plasma were sent to 
the other laboratories to ensure that the assessment of the techni-
cal variability was independent of the biological material.

Sample preparation and LC-ESI(-)-MS/MS analysis
All  laboratories  used  the  same  standardized  protocol  for 

sample  preparation. Human plasma  samples were  extracted 
using SPE following protein precipitation and alkaline hydro-
lysis as described previously [the detailed standard operation 
procedure (SOP) that was provided to all laboratories can be 
found in the supplemental information (supplemental Tables 
S1–S4)] (18).  In brief,  to 100 l of human plasma, 10 l of 
antioxidant mixture [0.2 mg/ml BHT, 100 M indomethacin, 
100 M  trans-4-(-4-(3-adamantan-1-yl-ureido9-cyclohexyloxy)-
benzoic  acid  (t-AUCB)  in MeOH]  and  10 l  of  IS  solution 
[100 nM of  each:  2H4-8-iso-PGF2, 

2H4-6-keto-PGF1, 
2H4-PGF2, 

2H11-8,12-iso-iPF2-VI, 
2H4-PGB2, 

2H5-LxA4, 
2H5-RvD1, 

2H5-RvD2, 
2H4-LTB4, 

2H4-9,10-DiHOME, 
2H11-11,12-DiHETrE, 

2H4-13-HODE, 
2H4-9-HODE, 

2H6-20-HETE, 
2H8-15-HETE, 

2H8-12-HETE, 
2H8-5-

HETE, 2H4-12(13)-EpOME, 
2H11-14(15)-EpETrE, 

2H11-8(9)-EpETrE 
in MeOH] were added. Following protein precipitation with 
iso-propanol and alkaline hydrolysis at 60°C for 30 min using 
0.6 M potassium hydroxide (MeOH/water, 75/25, v/v) sam-
ples were extracted using Bond Elut Certify II SPE cartridges 
(200 mg,  3 ml; Agilent, Waldbronn, Germany)  as  described 
(12, 13, 18). Oxylipins were eluted into glass tubes containing 
6 l of 30% glycerol in MeOH using ethyl acetate/n-hexane/
acetic  acid  (75/25/1,  v/v/v).  Samples were  evaporated  and 
the residue was reconstituted in 50 l of MeOH. The analysis 
of the samples was performed using a sensitive LC-ESI(-)-MS/
MS  method  with  optimized  mass  spectrometric  and  chro-
matographic parameters as described (12, 13), which was pro-
vided  to  all  participating  laboratories.  The  quantitative 
analysis  was  based  in  all  laboratories  on  the  same  standard 
calibration series comprising 133 oxylipins with isotope-labeled 
ISs  (30),  allowing  the  same  analyte/IS  assignment  in  the 
laboratories.

Study design
A comprehensive SOP (supplemental Tables S1–S4) for sam-

ple preparation and MS analysis was standardized and validated in 
the reference laboratory (laboratory 1). Based on the European 
Joint Programming Initiative Grant of the European Union, it was 
possible to share not only the protocol but also the QC plasmas, 
the  standard  calibration,  and  the  extensive  LC-ESI(-)-MS/MS 
method with the participating laboratories.
Five  laboratories participated  in  the  interlaboratory compari-

son. Each participating laboratory analyzed the different QC plas-
mas in triplicate on two consecutive days or, in case of QC plasma 
1, on three consecutive days. To investigate the contribution of 
the  instrumental LC-MS analysis  to  the overall  variability of  the 
results, two additional triplicates of QC plasma 1 were prepared by 
laboratories 2 and 5 and analyzed using the MS platforms from 
laboratories 1 (MS1) and 3 (MS3) (supplemental Fig. S1). Fur-
thermore, all participants were provided a data submission tem-
plate including information on the analysis and calculation of the 
concentrations. The oxylipin concentrations in the plasma pools 
were reported in nanomoles per liter. For each triplicate determi-
nation, mean and SD were calculated. If in a triplicate determina-
tion the concentration of an analyte in one sample was below the 
lower  limit of quantification (LLOQ),  the LLOQ threshold was 
filled  in  for  this  sample and  the mean and SD were calculated. 
This approach was chosen, as the omission of analyte concentra-
tions below LLOQ leads to bias of the results (31). If concentra-
tions in two or all samples were below the LLOQ, the concentration 
of  the  analyte  was  set  to  the  LLOQ. Moreover,  all  participants 

were asked to fill out a short questionnaire with general remarks 
on the analysis.

Statistical analysis
Several statistical methodologies were used to assess the intra- 

and  interlaboratory  analytical  variabilities.  Coefficients  of  varia-
tion (CVs) were calculated to determine the intra- and inter-day 
variability for each laboratory and each QC plasma. Multivariate 
methods were applied to assess the interlaboratory variability. The 
matrix comprised 75 samples (analysis of six plasmas on two con-
secutive days + analysis of QC plasma 1 on three consecutive days 
× five laboratories) and 74 oxylipins (>LLOQ for at least one QC 
plasma and at least in one laboratory). First, a principal compo-
nent analysis  (PCA; unsupervised analysis) was built  to observe 
the overall  variability. Then,  in order  to  specifically  investigate 
the influence of the laboratory, a partial  least squares discrimi-
nant analysis (PLS-DA; supervised analysis) was performed using 
the laboratory as the discriminant variable.
In order to compare the measurements from multiple labo-

ratories, the consensus values and their associated uncertainties 
(u)  were  calculated  by  the  median  of  the  means  (MEDM) 
method, as  is previously described  in (26). Briefly,  the means 
and SDs of the triplicates on day 1 and day 2 (and day 3 for the 
QC  plasma  1)  for  each  quantified  oxylipin  were  calculated. 
Then the median of the laboratories’ means (i.e., MEDM con-
sensus values) were calculated for the oxylipins quantified in at 
least three laboratories. The associated standard uncertainties 
(u)  for  the  MEDM  consensus  values  were  calculated  as  u = 
√(/2m) × 1.483 × MAD where m and MAD are the number of 
laboratories and the median of absolute deviation of the labora-
tory means, respectively.
To  assess  the  ability  of  laboratories  to  identify  similar  differ-

ences in the oxylipin profiles between two different QC plasmas 
and therefore to provide similar biological interpretation, ratios 
between QC plasmas 2, 3, 4, and 7 against QC plasma 1 were 
calculated for each laboratory as well as the ratios of QC plasma 
5 (Ob-H) against QC plasma 6 (Ob+H). Additionally, to show 
similarities between the laboratories and between the oxylipins, 
hierarchical  clustering analysis was performed with Euclidean 
distances and the Ward aggregation method.
To assess the contribution of the interlaboratory variability in 

the  LC-MS-specific  results,  only  a  low  number  of  samples  were 
used; thus, no statistical analysis was performed on these specific 
samples and differences were assessed visually. For each quanti-
fied oxylipin and each laboratory of preparation, differences of 
concentration  between  the  lower  and  the  higher  sample  from 
MS1 (  intra-MS1) and MS3 (  intra-MS3) were calculated as 
well as the difference of concentration between the two closest 
samples  from MS1-triplicate  and MS3-triplicate  (  inter-MS). 
When the  inter-MS was higher than the difference observed 
within the triplicate ( intra-MS), the MS effect was considered 
as consistent.
All  statistical  analyses were carried out using R version 3.1.3, 

Microsoft  Excel Office  version  365,  and  SIMCA  (Umetrics  AB, 
version 14).

RESULTS

Analytical variance of oxylipin analysis
All participating laboratories were able to simultaneously 

quantify 133 oxylipins in the standard calibration series us-
ing the provided LC-MS/MS method. Deviations from the 
SOP and analytical instruments used can be found in the 
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supplemental  information  (supplemental  Table  S5).  Oxy-
lipins were analyzed in seven different QC plasmas in tripli-
cate  (i.e.,  three  different  samples  were  prepared)  on  two 
consecutive days to determine the analytical variance of the 
method. In all laboratories, an average of 84 oxylipins (63%) 
were above the limit of quantification (LLOQ, Table 1).
Regarding the oxylipin pattern of QC plasmas 1–6, the 

determined oxylipin concentrations were in a similar range 
(0.16–547 nM), while in QC plasma 7 (mainly for hydroxy-
PUFA and multi-hydroxylated oxylipins, as well as for lin-
oleic  acid-derived  epoxy-PUFAs  and  oxo-PUFAs),  10-  to 
25-fold higher concentrations were found.
The results of the intra-day and inter-day variability of the 

oxylipin analysis in the reference laboratory (laboratory 1) is 
shown in Fig. 1. For this laboratory, the variabilities were as-
sessed for 81 quantified oxylipins. Overall, low intra-day vari-
ability  (CV <15%) was observed  for 85% of oxylipins. The 
inter-day variability was also low (CV <15% for 73% of oxy-
lipins). However, for epoxy-PUFAs as well as oxo- and trihy-
droxy-PUFAs  a  variance  up  to  >25%  was  observed.  This 
higher variability did not correlate with concentration. There 
was no difference between the different types of plasma.
Increased  intra-day  and  inter-day  variability  for epoxy-

PUFAs could also be observed in the other participating 
laboratories (supplemental Figs. S2–S5). For laboratories 
2, 3, 4, and 5, the variabilities were assessed for 69, 73, 94, 
and 82 quantified oxylipins, respectively. These laborato-
ries presented higher variabilities overall, except for labo-
ratory 2, with low intra-day variability (CV <15%) for 81% 
of  oxylipins  for  day  2  and  low  inter-day  variability  (CV 
<15%) for 72% of oxylipins (supplemental Fig. S2), which 
is  consistent  with  laboratory  1.  Notably,  for  laboratories 
2–5, the intra-day variability for day 1 was higher than for 
day 2, which impacted the inter-day variability (supplemental 
Figs. S2–S5). For example,  laboratory 3 (supplemental 
Fig. S3) showed the highest inter-day variability (only 39% 
of oxylipins with a CV <15%), which is due to the very high 
intra-day  variability  for day 1  (CV <15% for 36% of oxy-
lipins)  compared with day  2  (CV <15%  for  61% of  oxy-
lipins). For  laboratories 4 and 5,  the  inter-day variability 
was also high with a CV <15% only for 52% and 44% of the 
oxylipins, respectively.

Laboratory comparison
The quantified oxylipin  concentrations  in  all QC plas-

mas by all laboratories can be found in the supplemental 
information (supplemental Table S6).
Unsupervised multivariate  analysis  (i.e.,  PCA) was  first 

performed  to assess  the variability of  the overall oxylipin 

profiles obtained in each laboratory and its major determi-
nant (i.e., type of QC plasma, laboratory). The initial PCA 
shows that the main variability (40.5% on the first compo-
nent) is related to the type of QC plasma with QC plasma 7 
(B2) being different from the others. The variability on the 
second component is much lower (i.e., 18.6%) and mainly 
driven by laboratory 4 (supplemental Fig. S6A). The load-
ing  plot  shows  that  the  discrimination  of  laboratory  4  is 
based  mainly  on  epoxy-PUFAs  (supplemental  Fig.  S6B). 
Epoxy-PUFAs have already been noted for their high tech-
nical  variability.  Moreover,  in  laboratory  4,  the  samples 
could either not be measured directly or  they had  to be 
injected several times due to technical issues (as described 
in  supplemental Table S5),  the  latter of which  results  in 
increased  concentrations  of  epoxy-PUFAs  (supplemental 
Fig. S7). Therefore, we speculated that  including the ep-
oxy-PUFAs in the PCA model might have artificially driven 
the discrimination of laboratory 4. To exclude this pos-
sibility and to precisely determine the influence of the 
laboratory on the variability of the oxylipin profiles, the 
12 epoxy-PUFAs were excluded from further biostatisti-
cal analysis.
A second PCA model was built without the epoxy-PUFAs 

(matrix with 75 samples and 62 oxylipins). The score plot 
(Fig. 2A) confirms that the variability on the first compo-
nent  (46.8%)  is  related  to  the  type  of  plasma  with  QC 
plasma 7 (commercial plasma rich in hydroxy-PUFAs) be-
ing clearly different from the others. In this second model, 
the  variability  on  the  second  component  (12.3%)  is  also 
related to the type of QC plasma with QC plasma 3 (plasma 
spiked with PGF2, 15(S)-F2t-IsoP, 14(15)-EpETrE, 11,12- 
DiHETrE, 15-HETE, 14,15-DiHETE, 15-HEPE, 18-HEPE, 
RvD5, 17-HDHA, 12(13)-EpOME, 9,10-DiHOME, LxA4, 
20-HETE, 17(18)-EpETE, 19(20)-EpDPE, 16,17-DiHDPE, 
and 13-HODE) being different from the others. The load-
ing plot (Fig. 2B) shows that the oxylipins that contribute 
the most to the discrimination of QC plasmas 7 and 3 are 
consistent  with  the  highly  concentrated  oxylipins  in  the 
profiles of  the plasma,  i.e., enriched with hydroxy-PUFAs 
and spiked with specific oxylipins, respectively.
In order to go further in the assessment of the laboratory 

influence, a supervised multivariate method (i.e., PLS-DA) 
using the laboratory as discriminant variable was applied. 
For this, we again excluded the 12 epoxy-PUFAs from the 
PCA  model  as  well  as  samples  from  QC  plasma  7  (i.e., 
plasma with a very distinct oxylipin profile, 10 samples ex-
cluded) to highlight the laboratory effect. This allowed the 
generation of  a PLS-DA model with good discrimination 
performances  (R2Y  =  0.78  and Q2  =  0.729). On  the  first 

TABLE  1.  Number of quantified oxylipins

QC Plasma 1 (B) QC Plasma 2 (n3) QC Plasma 3 (S) QC Plasma 4 (Ca) QC Plasma 5 (Ob-H) QC Plasma 6 (Ob+H) QC Plasma 7 (B2)

Laboratory 1 80 82 90 84 85 92 103
Laboratory 2 68 71 75 75 69 71 89
Laboratory 3 71 76 79 80 71 70 97
Laboratory 4 93 88 96 95 92 95 104
Laboratory 5 83 79 89 86 84 84 91

Seven plasma pools were analyzed in five independent laboratories according to the SOP (including 133 oxylipins). Shown is the number of 
oxylipins above LLOQ quantified in each laboratory for each plasma pool.



1428 J. Lipid Res. (2020) 61(11) 1424–1436

component  of  the  cross-validated  score  plot  (CV  score 
plot) bringing 42.7% of variability (Fig. 3A), laboratory 4 
clearly distinguishes itself. The loading plot (Fig. 3B) shows 
that this difference is driven by the hydroxy-PUFAs. On the 
second component, the variability is much lower (13.1%). 
However,  it  shows  that  laboratory 5  is different  from  the 
others. Concerning the other three laboratories, no separa-
tion  could  be  achieved  with  the  model,  suggesting  very 
similar oxylipin profiles.
The consensus  values were evaluated using  the MEDM 

approach  to assess  the  interlaboratory comparability. The 
consensus values were deemed acceptable when the coeffi-
cient of dispersion (COD) (COD = 100 × u/MEDM) was 
less than 40% as described in (26). The mean ± SD for each 
laboratory and MEDM consensus values ± u were plotted for 
oxylipins with an acceptable consensus value. The MEDM ± 
u and COD for oxylipins quantified in all QC plasmas can 
be found in the supplemental information (supplemental 
Tables S7, S8; supplemental Figs. S9–S14).
In total, 78 oxylipins were reported for QC plasma 1 in all 

laboratories, with an acceptable consensus value for 17 oxy-
lipins  (22%) (Fig. 4). Notably,  the  same analysis was per-
formed without laboratory 4 (due to the issues encountered 
during sample analysis) and shows that an acceptable con-
sensus value is obtained for 73% of the oxylipins (47 out of 
64 quantified oxylipins) (supplemental Fig. S8). In QC plas-
mas 2, 3, 4, 5, 6, and 7, the consensus values were acceptable 
for 19, 29, 29, 21, 23, and 60 oxylipins, respectively.

Identification of differences between plasma pools
To assess the ability of the laboratories to identify similar 

differences (in magnitude and direction) between two plas-
mas, we compared the ratios calculated between different 
QC plasmas by each laboratory. For this purpose, the concen-
tration of each oxylipin for a given QC plasma was divided by 
the oxylipin concentration obtained for another QC plasma.
First, we compared the differences observed between two 

very contrasted QC plasmas, i.e., QC plasma 7 (commercial 
plasma rich in hydroxy-PUFAs and linoleic acid metabolites) 
versus QC plasma 1 (plasma prepared from fresh EDTA-
blood of healthy donors immediately stored at 80°C). For 
98% of the oxylipins (matrix consisting of 60 oxylipins), the 
ratio between QC plasma 7 and QC plasma 1 was similar for 
the five laboratories. The only noticeable difference in con-
centration ratios of compared QC plasmas occurred between 
laboratory 2 and laboratory 3 for 13-oxo-ODE (concentration 
ratio of 5–15 and <0.067, respectively), whereas the laborato-
ries 1, 4, and 5 obtained very similar ratios between compared 
plasmas (concentration ratio 1.33–5; Fig. 5A).
A second laboratory comparison was made with the ratios 

calculated between the QC plasmas obtained in obese indi-
viduals with or without hypertriglyceridemia (QC plasma 
5 vs. QC plasma 6). For 92% of the oxylipins (matrix con-
sisting of 61 oxylipins), the ratios were very similar between 
the five laboratories. However, ratios in opposite direc-
tions were obtained for 9,10,11-TriHOME, 11,12-DiHETE, 
9-HODE, 13-HODE, and 15-oxoETE (Fig. 5B).

Fig. 1.  Intra-day (A) and inter-day (B) variability of the oxylipin analysis in laboratory 1. Oxylipin analysis in the seven QC plasmas was car-
ried out in triplicate on two consecutive days in the reference laboratory (laboratory 1) and the variability within each day as well as the inter-

day variability were determined. The CVs were calculated using the mean concentration and SD 
  = ×   

SD
CV  100

mean
. Shown are the CVs of 

81 quantified oxylipins in the seven plasmas in laboratory 1 displayed in four different colors.
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Interlaboratory variability in the LC-MS/MS-specific results
Knowing  that  the  different  laboratories  use  different 

mass spectrometers, the contribution of this factor on the 
overall variability of the oxylipin profiles was assessed (i.e., 
42 oxylipins  that were detected at a concentration above 
the LLOQ in all laboratories). The oxylipin profiles were 
generated from samples prepared in two different labora-
tories  (laboratory 2  and  laboratory 5),  and  the prepared 
samples were analyzed on either MS platform 1 or 3. The 
described approach should make it possible to separate the 
laboratory  specific-variance  from  the  instrument-specific 
variance.  For  samples  prepared  in  laboratory  2,  seven 
oxylipins  (i.e.,  9,10,13-TriHOME,  9,12,13-TriHOME,  10-
HODE,  12-HETrE,  12-HEPE,  7-HDHA,  and  11(12)-EpE-
TrE)  had  different  concentrations  depending  on  where 
the LC-MS analysis was performed (MS1 or MS3), whereas 
in samples prepared in laboratory 5, only one oxylipin (i.e., 
12-HETrE)  had  a  different  concentration  depending  on 
the MS  platform  (supplemental  Table  S9,  supplemental 
Fig, S18). Notably, the intra-MS variabilities (i.e., variability 
within each independent triplicate) were generally higher 

for the samples prepared in laboratory 5, which impairs the 
detection of valid differences between the two sets of tripli-
cate analyses.

DISCUSSION

The quantitative analysis of eicosanoids and other oxy-
lipins has gained a lot of attention, especially with regard to 
the discovery of new biomarkers in health and disease (1). 
However, the analysis of oxylipins is complex and can be 
influenced  by many  factors,  such  as  sample  preparation 
and LC-MS-based quantification. For this reason, standard-
ized procedures are required to achieve comparable and 
reproducible results. This was assured in this study by pro-
viding a detailed SOP (supplemental information), calibra-
tion  series,  and  IS  solutions  to  all  the  laboratories.  This 
harmonization allows the extent and sources of techni-
cal variability to be assessed and investigation of which 
oxylipins can be robustly quantified as reliable potential 
biomarkers.

Fig. 2.  Principal components analysis (PCA) model without epoxy-PUFAs. The model was built with 75 samples and 62 oxylipins (R2X = 
0.592 and Q2 = 0.544). A: The score plot shows that the main variability is related to the type of plasma: QC plasma 7 (B2) (dotted circle) and 
QC plasma 3 (S) (solid circle). B: The loading plot displays oxylpins contributing to the discrimination of QC plasmas 7 (dotted circle) and 
3 (solid circle). Lists of these oxylipins are depicted in respective boxes.
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Technical variability of oxylipins

In  each participating  laboratory,  the precision  and  re-
producibility  of  the  analytical  method  was  determined 
using seven QC plasmas. In the reference laboratory (labo-
ratory 1), the lowest inter-day variance (inter-day) was ob-
served (<15% for 73% of oxylipins, Fig. 1). The SOP and 
LC-MS method have been developed here, and  thus  this 
laboratory is best trained in the procedures. The achieved 
analytical  variances  meet  the  criteria  of  international 
guidelines,  i.e.,  analytes  above  the  LLOQ  should  have  a 
precision  of  <15%  (32,  33).  Low  inter-day  variances  for 
72% of oxylipins (<15%, supplemental Fig. S2) were also 
observed in laboratory 2, whose personnel were trained in 
the reference laboratory. In laboratories where the analysis 
was carried out only based on the SOP, slightly higher vari-
ances (>20%, supplemental Figs. S3–S5) were obtained for 
38–56% of oxylipins. Although all participating laboratories 

are experienced in the field of oxylipin analysis, they have 
established methods (1) that slightly differ from the SOP 
used in this interlaboratory comparison. Thus, the person-
nel were not used to the detailed procedures, and a train-
ing effect could be observed with lower variance on day 2 of 
analysis than on day 1. It is quite possible that a slight differ-
ence in the handling of samples could lead to higher vari-
ances, as oxylipins can be easily formed or degraded (30). 
Training of technical skills for accurate sample preparation 
has been found to be of general importance for quantita-
tive analysis, as discussed by Percy et al. (34) and Siskos et 
al. (25). Therefore, our results show that not only is the use 
of  the  same protocol  important  to achieve comparability 
between the laboratories but also personnel that have been 
trained in the technical skills required for the sample prep-
aration procedure.
It should be noted that the observed CVs in reference 

laboratory  1  were  comparable  to  those  described  by  

Fig. 3.   PLS-DA. The model was built with 65 samples and 62 oxylipins (R2Y = 0.78 and Q2 = 0.729). A: The cross-validated score plot shows 
that laboratories 4 and 5 distinguish themselves from the others. B: The loading plot shows the oxylipins contributing to the discrimination 
of laboratory 4 (solid circle); the list of these oxylipins indicates that this discrimination is driven by hydroxy-PUFAs. With less variability, four 
oxylipins (dotted circle) contribute to the discrimination of laboratory 5.
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Ostermann et al. (18) (CV <20% using the same sample 
preparation protocol). However, when comparing with the 
independent method for the quantitation of total oxylipins 
described by Quehenberger et  al.  (17)  (CV 5–20%),  the 
observed CVs are slightly higher, indicating further poten-
tial of optimizing the protocol.
Notably, in all laboratories, higher CVs were observed 

for epoxy- and oxo-PUFAs as well as for TriHOMEs (up 
to 25%). We believe  that  this higher variance may be 
caused  by  deviating  from  the  SOP  as  different  steps  of 
sample preparation can influence the quantified oxylipin 
concentration. Especially, epoxy-PUFAs can be artificially 
formed  during  sample  preparation.  Ostermann  et  al. 
(18)  described  the  drying  of  samples  on  the  SPE  car-
tridges as a particularly critical step during sample prepa-
ration.  During  the  SPE,  the  PUFAs  released  in  large 
quantities  during  hydrolysis  can  adsorb  on  the  phase 
material (mainly on nonendcapped silica groups) and be 
oxidized by atmospheric oxygen, mainly to epoxy-PUFAs 
(18, 35, 36).  In addition,  the analysis of  the  samples  in 
laboratory 5 was carried out by  two operators, probably 
resulting  in  increased  variability.  Using  the  presented 
sample preparation protocol, the inter-operator variabil-
ity for most oxylipins is 21% (18).
Furthermore,  reinjection of  lipid extracts  into  the LC-

MS  instrument due  to  technical  issues  led  to  increased 

concentrations of epoxy-PUFAs. The fact that multiple in-
jections of the same extract lead to an increased variability 
(up to 24% higher) was earlier described by Reinicke et al. 
(37) for arachidonic acid-derived eicosanoids. Reinicke et 
al. (37) examined the within-run (reinjection of the same 
sample 10  times within one analytical  run) and between-
run  (reinjection  of  the  same  sample  on  10  consecutive 
days) variability of oxylipins, whereby the variability was in 
a range of 1–24% in each case.
Although  the  individual  laboratories  have  complied 

with the SOP as far as possible, the laboratories are never-
theless equipped with different analytical instruments. For 
this reason, we aimed to investigate the presence of con-
founding effects across laboratories by preparing and ana-
lyzing  the  samples  in different  laboratories. Overall,  the 
observed influence of the MS instrument used is negligi-
ble. However, the differences in results obtained when 
analyzing sample extracts on  two different MS platforms 
were interpreted as inherent acquisition platform variabil-
ity. Whereby, this variability can be caused by various factors, 
such as variability in chromatographic performance, peak 
integrations, or hardware-associated sensitivity or specific-
ity. Although different concentrations were obtained for 7 
out of 42 quantified oxylipins in plasma extracts from labo-
ratory 2, a clear MS platform effect could only be observed 
for 12-HETrE. This is consistent with the results from Percy 

Fig. 4.  MEDM location plots. Plots were created for oxylipins quantified in QC plasma 1 by all laboratories. Shown are the mean concentra-
tions ± SD determined in each laboratory and the MEDM ± u for 17 oxylipins with acceptable consensus value (COD <40%).



1432 J. Lipid Res. (2020) 61(11) 1424–1436

et al. (34), indicating that the accuracy of the MS platform 
depends mostly on user handling. The quantification was 
carried out by an external  calibration  series with  isotopi-
cally labeled standards (analyte/IS peak area ratio). Thus, 
sensitivity of the instruments impacts the number of ana-
lytes detected but not  the determined concentrations. 
Overall, our results for the quantification of oxylipins show 

that comparable results are obtained if different MS instru-
ments are used, which may differ in sensitivity.

Interlaboratory comparability of the total oxylipin profiles
A large number of laboratories deal with the analysis of 

oxylipins. Each laboratory has developed its own methods 
for this purpose, whereby an impressive number of oxylipins 

Fig. 5.  The ability of laboratories to identify similar differences in oxylipin profiles. Shown are heatmaps with hierarchical clustering (Eu-
clidean distances and Ward aggregation method) for laboratories and oxylipins. A: Heatmap of ratio between QC plasma 7 (B2) (rich in 
hydroxy-PUFAs) and QC plasma 1 (B). The range of ratio goes from <0.067 to more than 15. B: Heatmap of ratio between QC plasma 5 
(Ob-H) and QC plasma 6 (Ob+H). The range of ratio goes from <0.5 to more than 2.
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are covered by todays methods (1). However, methods 
differ greatly, which generates technical variance (1) and 
makes it difficult to assess the real interlaboratory compa-
rability of oxylipin profiles. There are only a very small 
number of interlaboratory comparisons that investigate the 
comparability of lipidomic approaches (25–28) and even 
fewer studies that explicitly address the precision, repro-
ducibility, and comparability of oxylipin analysis using a 
standardized and harmonized protocol. The few existing 
studies that address these points therefore show poor com-
parability (26, 38, 39).
The procedures for investigating interlaboratory compa-

rability and reproducibility differ. A direct comparison of 
absolute  concentrations  is  hardly  possible  and  results  in 
very large deviations, whereby the variability among labora-
tories can be caused mainly by the quality of the analytical 
standards  used.  When  comparing  clinical  studies,  it  be-
comes apparent that the quality of the analytical standards 
used for quantification is a critical parameter, which may 
lead to noncomparable results (23). In order to solve this 
issue Hartung  et  al.  (22)  recently  described  a  strategy  to 
verify  the concentration of commercially available  stan-
dards. Because this strategy was not used in previous studies, 
interlaboratory comparisons can  today  only  be evaluated 
under consideration of relative results. A common evalua-
tion strategy in lipidomic studies is the normalization to a 
standard material,  such as  the National  Institute of Stan-
dards and Technology standard reference material (NIST 
SRM) plasma. This normalization significantly improves 
variance and reproducibility (25, 27). In our study, we show 
that by normalization (the QC plasmas were normalized to 
QC plasma 1) and subsequent evaluation of relative results, 
no differences between laboratories are identified (Fig. 5, 
supplemental Figs. S15–S17).
The major field of application of targeted oxylipin me-

tabolomics is biological studies aiming to provide a relative 
comparison  of  results,  such  as  case  and  control  groups 
(40–42). When comparing  the  two QC plasmas of obese 
subjects  with  and  without  hypertriglyceridemia  in  this 
study, for most oxylipins comparable ratios were identified, 
while for only 8% of the oxylipins a trend in the opposite 
direction  was  observed  (Fig.  5B).  Thus,  our  data  clearly 
demonstrate that LC-MS oxylipin quantification is suitable 
to  characterize  differences  in  biological  samples,  e.g.,  in 
clinical studies.
The  comparability  of  interlaboratory  results  after  stan-

dardization to a reference material leads to the fact that a 
harmonization  of  methods  to  a  standard  material  is  in-
creasingly desirable. Many describe the importance of stan-
dard reference materials, such as the NIST SRM plasma, to 
ensure  interlaboratory  comparability  and  to  harmonize 
data sets (10, 24, 25, 27, 43). However, the introduction of 
a common standard material does not solve the problem 
that  absolute  concentrations are not  comparable. This  is 
most clearly shown by the comparison of two independent 
studies by Bowden et al. (26) and Quehenberger et al. (43) 
where  the NIST  SRM  plasma  was  solely  analyzed. When 
comparing the results of Bowden et al. (26) with the results 
of Quehenberger et al. (43), clear differences in the abso-

lute oxylipin concentrations become apparent. Bowden et al. 
(26) quantified 10, 6.8, and 2.4 nM for 5-HETE, 12-HETE, 
and 15-HETE, respectively. While Quehenberger et al. 
(43)  quantified  the  concentrations  for  these oxylipins  at 
11.9, 4.22, and 0.8 nM. Thus, the deviations in the quanti-
fied oxylipins 5-, 12-, and 15-HETE are respectively 14, 61, 
and 199% (26, 38, 43).
Although a relative quantification based on a reference 

standard is often used, this approach is limited and cannot 
replace a true quantification of concentrations, i.e., moles 
per amount per volume or gram sample. In order to com-
pare  molar  concentration  determined  in  independent 
laboratories, the consensus value is often evaluated. There 
are different methods whose advantages and disadvantages 
should  be  weighed  beforehand  (38).  In  the  laboratory 
comparison by Bowden et al.  (26),  the MEDM approach 
was used to compare the results and the COD was calcu-
lated. This method is especially robust against outliers (in-
dependent  of  the  intra-laboratory  variance),  as  the 
participating  laboratories  processed  the  used NIST  SRM 
plasma applying their own protocols and analytical meth-
ods, and the results varied considerably between laborato-
ries (26). The disadvantage of the MEDM method, however, 
is  that  it does not  take  into account  intra-laboratory vari-
ance, as all  laboratories are equally weighted (38, 44). In 
the study by Bowden et al. (26), participating laboratories 
quantified all possible lipid classes; however, a large num-
ber of oxylipins (143 oxylipins) were quantified in only one 
laboratory. Further, only 5-HETE, 12-HETE, and 15-HETE 
were quantified  in a  sufficient number of  laboratories  to 
calculate  a  consensus  value, with  the COD being  13,  23, 
and 27%, respectively. However, these results show that the 
different procedures result in different analytical concen-
trations, so that the method used can be a limiting factor.
Using standardized and harmonized protocols  for oxy-

lipin quantification can greatly  reduce  variance and pro-
mote  the  generation  of  meaningful  and  reproducible 
results when data are to be compared across multiple labo-
ratories. In the absence of such harmonization efforts, ro-
bust performance-based quality assurance protocols must 
be  implemented  to  allow  the harmonization of  data  sets 
processed using discrete  protocols  and will  be  critical  to 
enhance the use of oxylipin profiling in clinics. Our study 
is the first where harmonization of all procedures has been 
carried out allowing a comparison of absolute concentra-
tions of oxylipins determined in five different laboratories. 
This comparison is possible because, in the present study, a 
standardized  protocol  for  sample  preparation  was  used, 
and the standard calibration series (30) as well as the LC-
MS method were established in all participating laborato-
ries  in  order  to  reduce  as  many  factors  responsible  for 
variability as possible. The concentration of  the  standard 
calibration  series  used was  characterized  as  described  by 
Hartung et al. (22) based on standards with verified con-
centrations.  Based  on  the  standard  calibration  series,  all 
laboratories determined the limit of detection and LLOQ 
using  a  provided  protocol,  which  takes  into  account  the 
validation criteria of the European Medicines Agency guide-
line on bioanalytical method validation (limit of detection 
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set to concentration with signal-to-noise ratio 3; LLOQ 
set to concentration with signal-to-noise ratio 5 and ac-
curacy within ±20% of nominal concentration) (32). Sam-
ple  preparation  was  carried  out  according  to  the  same 
optimized protocol in all laboratories, also taking into ac-
count the use of materials from the same manufacturers, 
as different sample preparation procedures can influence 
the amount of quantified oxylipins (1, 23). Moreover, the 
used protocol for sample preparation was optimized to yield 
high reproducibility following the evaluation of various sa-
ponification techniques (1, 18). Furthermore, the integra-
tion  of  peaks was manually  validated  to  ensure  optimum 
precision, as automatic peak integration may lead to incor-
rect peak  integration. Especially,  the  integration of peaks 
close to LLOQ or with unusual peak shapes using automatic 
integration may lead to deviating results.
With  our  study,  we  show  that  the  harmonization  of 

parameters that can cause technical variability leads to 
comparable absolute oxylipin concentrations obtained 
in different laboratories. If the quantified oxylipin concen-
trations  for  all  plasma  pools  in  all  laboratories  are  pre-
sented in a PCA model,  for three of five  laboratories, no 
differences between  the results can be observed (Fig. 2). 
The analysis instead reveals differences between the plasma 
pools,  indicating  that biological differences  could be de-
tected in batch samples analyzed in different laboratories. 
Notably,  laboratory 4, showing the highest variability and 
most  extreme  deviation  from  the  other  results,  experi-
enced a MS/MS turbo pump failure mid analysis leading to 
a prolonged delay between sample processing and data ac-
quisition,  representing a  serious deviation  from the de-
scribed  protocols.  To  better  reveal  a  difference  between 
laboratories, the analysis tool can be forced to display such 
differences, as shown by the PLS-DA model (Fig. 3). If the 
results  from  laboratory  4  were  excluded,  the  consensus 
value estimates were acceptable for 73% of the oxylipins in 
QC plasma 1. In general, excluding laboratory 4 increased 
the number of acceptable consensus values (supplemental 
Tables S7, S8). It is particularly enlightening that the long 
post extraction acquisition delays and repeated injections 
led to higher concentrations of epoxy-PUFAs in these sam-
ples (supplemental Figs. S7, S8). Furthermore, excluding 
the epoxy-PUFAs from the analysis, higher levels and vari-
ance in hydroxy-PUFAs were also observed in laboratory 4 
data (Fig. 3). Therefore, extreme caution is generally sug-
gested  in  the  timing  of  post  preparation  delays  in  data 
acquisition.
Oxylipins have the potential to provide a wealth of infor-

mation  regarding  human  health  and  disease  and  are  a 
promising technology for translation into clinical applica-
tions. The changes in the oxylipin profile are of particular 
importance, as physiological effects are not attributed to a 
single oxylipin but to an interplay of many oxylipins or a 
general shift of the oxylipin profile (1, 45). In addition, the 
oxylipins  in  biological  samples  come  in  a  concentration 
range of several orders of magnitude (>4) with differences 
in polarity and stability. Therefore, the targeted metabolo-
mic analysis of these potent lipid mediators requires sen-
sitive and precise methods  to detect as many different 

oxylipins as possible and to detect even the smallest con-
centration differences (1, 46–48).
The presented study is unique in evaluating comparabil-

ity and reproducibility of oxylipin analysis. We are able to 
show for the first time that the standardization and harmo-
nization of the processing protocol as well as the analysis 
allows an interlaboratory comparison not only in terms of 
relative results, but also in the absolute concentrations ob-
tained. In the lipidomics community, there is an increasing 
demand for standardized methods (1, 10). Our study could 
be used as the first step for the development of internation-
ally  agreed upon oxylipin quantification procedures  and 
benchmarks. Moreover, the standardization of routine per-
formances will allow direct comparisons of data sets gener-
ated at various laboratories.

CONCLUSIONS

Our study is the first to investigate the technical variabil-
ity  and  interlaboratory comparability of  the  targeted me-
tabolomics analysis of total oxylipins. Epoxy- and oxo-PUFAs 
appear  to be particularly  sensitive  to analytical  sample 
handling, and delayed postprocessing analyses are to be 
avoided.  In addition, when analyzing  total oxylipins,  spe-
cial care should be taken during the drying steps when us-
ing non-endcapped silica materials. However, our findings 
show that reproducible results with  low variability can be 
obtained using standardized protocols for sample prepara-
tion and analysis, and that specific training of personnel in 
these  complex  protocols  reduces  variability.  This  will  be 
crucial to appropriately power experimental designs and to 
enhance  the  identification  of  reliable  and  relevant  bio-
markers of disease.
Overall, we could show that with appropriate standard-

ization, a direct comparison of absolute concentrations ob-
tained in different laboratories is possible, which opens a 
new door for the quantitative analysis of oxylipins and into 
clinical applications.

Limitations of this study
The  small  number  of  participating  laboratories  in 

this  study  is  a  significant  limitation. However,  the five 
participating laboratories represent three countries and 
laboratories in academic, governmental, and industrial 
environments, arguing that the findings have broad im-
plications.  The  lack  of  a  commercially  available  certi-
fied  reference  material  for  total  oxylipins  also  limits 
future  direct  comparisons  to  the  data  reported  here. 
Future  efforts  in  this  area  should expand  the number  
of laboratories to no less than 7 and include a commer-
cially available reference plasma (e.g., NIST SRM 1950–
Metabolites in Human Plasma) allowing the development 
of consensus values for the total oxylipin content of this 
material.

Data availability
All data are contained within the article or supplemental 

data.
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